
       MONITOR

1 = P.S. POSITIVE Max 17Vdc 
2 = CALL
3 = P.S. NEGATIVE
4 = IMAGE
5 = SHIELD

1 = ALIM. POSITIVE Max 17Vdc
2 = APPEL
3 = ALIM. NEGATIVE
4 = IMAGE
5 = COMMUN

1 = ALIM. POSITIVA MAX 17Vdc
2 = CHIAMATA
3 = ALIM. NEGATIVA
4 = IMMAGINE
5 = CALZA
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DIFFERENCE BETWEEN MONITOR
            21611 - ELLISSE 22701
LA DIFFERENCE ENTRE LES MONITOR
             21611 - ELLISSE 22701
DIFFERENZA TRA I MONITOR
             21611 - ELLISSE 22701 DIFFER14/12/05

Data ACET

       ELLISSE 22701

1 = P.S. POSITIVE Max 15Vdc
2 = CALL
3 = P.S. NEGATIVE + SHIELD
4 = IMAGE
5 = 
6 = P.S. NEGATIVE

1 = ALIM. POSITIVE Max 15Vdc
2 = APPEL
3 = ALIM. NEGATIVE + COMMUN
4 = IMAGE
5 = 
6 = ALIM. NEGATIVE

1 = ALIM. POSITIVA Max 15VDC
2 = CHIAMATA
3 = ALIM. NEGATIVA + MASSA
4 = IMMAGINE
5 = 
6 = ALIM. NEGATIVA
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